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A New Microwave Spectrum Analyzer 

A new spectrum analyzer displays up to 2,000 Mega- 
cycles of the spectrum at a time for RFI checking, spec- 
trum surveillance, and other wide-band investigations. 
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Fi p , L Hewlett- Par hard Mr id ft 855 1 A / 85 1 A .\ (icrowave 
Spectrum Analyzer enables evaluation of signals widely 
separated both in amplitude and frequency. Analyzer 
here displays harmonic and spurious outputs of fre 
quern ) d&uhler throughout range from tO Mt tn abi 
fit Doubter generates 3800 Mc output in response tu 

1900 Me input and Analyzer el early shows how mix 

tuning can cause certain diodes to produce non-har- 

mon trail y related parametric oscillations 

Fig. 2 Wide measurement range of 
new -hff— Spectrum Analyzer is indi- 
cated hy this pair of photos. First 
photo shows spectrum of RF pulse 
train as displayed with linear vertical 
deflection and 30 Mc spectrum width 
centered at 1500 Mc. Amplitudes of 
components beyond 12 Mc from 
are not easily evaluated Second photo 
tame spectrum with logarithmic 
tl deflection char § and 

300 Mc spectrum width. Components 
out to 75 Mr from center are easily 
evaluated though (hey are mart' than 
50 dh down from center frequency 
(vertical calibration is 10 db/em). 



IVL icrowave spectrum analyzers are swept- fre- 
quency receivers with visual display. The basic 
function of a spectrum analyzer is to plot input 
signal amplitude as a function of frequency while 
the analyzer automatically tunes through a 
selected range of frequencies, 

Spectrum analyzers are potentially useful in 
the laboratory as well as in the field because they 
provide quantitative information about several 
signals simultaneously. For instance, they facili- 
tate adjustment of devices that operate with 
several different frequencies at the same time, 
such as parametric amplifiers. A spectrum ana- 
lyzer connected to an antenna can display a plot 
of all detectable electromagnetic radiations over 
a selected frequency band, indicate the relative 
strength of each signal, and show individual fre- 
quency components of any one of the signals to 
provide useful information on sideband structure. 

It has not always been possible, however, to 
make measurements with spectrum analyzers in 
a simple, straightforward manner. Broad-band 
analyzers often include ima^e responses and a 
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SPECTRUM SIGNATURES 

Oscillograms of output frequency com- 
ponents of L band radar illustrate use- 
fulness of large dynamic display range 
of — np— Spectrum AnaJyzer for spec- 
trum signature measurements, Left 
photo, with 10 Mc/cm spectrum width, 
shows that radar generates measurable 
power in sidebands over more than 70 



variety of spurious responses resulting 
from harmonic and tntermodulation 
products; Marker generators have been 
h\ to provide quantitative m- 
fum union in an indirect way. 

It was for the purpose of eliminat- 
ing operational difficulties anil qi 
matting spent um analysis a useful, 
flexible laboratory tool thai Hewlett- 
Packard embarked upon the develop 
ment of a spectrum analyzer and as 
a result, a spectrum analyzer is now 
available that not onlv reduces spuri- 
ous responses significantly, but which 
is easier to use, in which all basic June - 
dons are complete!) calibrated, and 
which ha\ a wider range of capabilities. 

THE -HP- SPECTRUM ANALYZER 

1 1 i e new Hewlett-Packard 8 r > r > I A 
851 A Spectrum Analyzer, in brief, is a 
multi-bund instrument thai responds 
to signals throughout a H) Mr to 40 
Gc frequency range and that is capable 
of sweeping over frequency ranges as 
wide a> 2000 Mc. The instrument tan 
sweep over narrow ranges as well, the 
necessary stability being provided by 
an unusual phase-lock system that 
locks the local oscillator to a stable 
reference oscillator even while tuning. 
Exceptionally flat frequency response 
is achieved, variations being less than 
±5 db over the full 2000 Mc sweeping 
range and -±\ db over any 200 \f< 
range using fundamental mixing (±2 
db when working on local oscillator 
second harmonic) . 



Mc range. Photo also shows transients 
that would escape notice on slower act- 
ing graphic recorders. Right photo, 
made with spectrum w<dth of 3 Mc/cm, 
indicates how calibrated spectrum 
widths enable measurement of spacing 
between groups of frequency compo- 
nents; spacing of just under 1 Mc be- 
tween envelope maxima indicates pulse 
width of slightly more than 1 ^sec. 



The display circuits enable simul 
taneous display of signals having a 
wide (>0 db amplitude range. The in 
put mixer has a dynamic range greater 
than 95 tib and a new Rl ; attenuator 
increases the input range up to -\-3Q 
dbni (I watt). 

The instrument establishes a new 
high with respect to freedom I mm 
spurious and residual responses, op 
crating features include a "Signal 
Identifier!' that quickly identifies the 
frequency range ol a\\ displayed re- 
sponses. The new -lip- Spectrum Ana- 
lyzer requires far fewer controls than 
other wideband analyzers, and the 
controls are calibrated so that ire 
quency and relative amplitude oi sig« 
rials may he read directly without use 
>l markers. The display dynamic 
range and wide frequency response of 



this instrument triable direct measure- 
ments on signals widely separated both 
in frequent \ and in amplitude, 

WIDE FREQUENCY RANGE 

The Hewlett -Packard approach to 
the design ol .i microwave spectrum 
analyser is u* use a backward-wave 
oscillator as the first local oscOlatoi in 
a swept tuned, broad coverage, triplc- 
eonverston receiver. The backward- 
wave oscillator, which has heeti found 
to have better spectral purity than 
other voltage-tuned microwave lubes, 
can be tuned manual!) from 2 to 1 Gc 
and sweep-tuned electrically around 
the selected center frequency, 

As shown in the simplified hloc k 
diagram of Vlg, 3, the BVVO signal 
heterodynes with the input signals in 
the front end mixer. Wide coverage 
from 1 to HUM)*) Mi is obtained si tue 
there are no frequency sensitive fit 
cujts ahead ol the first mixer. Anv 
signals ift.it generate a 2 G< mixing 
product with the BWO signal then 
pass through the first IF amplifier (2 
Gc ) and subsequently appear as a ver- 
tical it tin the cathode-ray 
tube. 

The cathode-ray beam sweeps hori- 
zontally in synchronism with the 
BVVO frequency sweep. A particular 
signal frequency component therefore 
appears as a vertical defection at some 
point along the horizontal scale ol the 
CRT graticule, as shown on page 8. 
The frequenq of the signal compo- 
nent can be read from its position on 
the CRT, with reference to the settings 
of the calibrated Tkme and Spectrum 
Width controls. 
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Fig. 3, Simplified block diagram of wide- band spectrum analyzer. 
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Fi&. 1 Hewlett-Packard Model #55lAf 
851 A Microwave Spectrum Analyzer is 
packaged in two modules that may he 
used on bench or mounted in standard 
relay racks teith brackets supplied. Stand- 
ard' -hp- 5- inch CRT bezel mounts os- 
CtUosCOpe cameras directly, Pointer on 
frequency dial shows frequency of BWO 
first local oscillator an topmost scale. On 
lotver scales, pointer shows frequency of 



The first IT amplifier, a cavity*iuned 
triode for large dynamic range, has a 
center frequent \ . >t 2000 M< 1 he high 
1st IF f requeue \ provides wide Image 
separation 1 1000 M< t, an important 
feature in a < lass ol instruments where 
image frequencies have been trouble- 
some. Wide image separation also 
makes it easier to use RF preselection 
filters foi selecting or eliminating cer- 
tain bands of frequencies.* 

Spurious responses resulting from 
mixer operation have been a major 
crating difficulties in pre- 
nous spectrum analyzers. Consider- 
able effort was expended at Hewlett- 
Packard in the design ol a wideband 

1 Intcrdififel bandpass fillers, -hp- Serie* B43QA. are 

available fo' use wfth the Spectrum Analyze* 



response appearing at center of CRT 
display. Frequency switch selects appro- 
priate scale* to correspond to input fre- 
quency range: number in window at left 
shows wkkh harmonic of BWO venerates 
responses m that frequency range. If 
frequency range of any response is not 
known. Signal Identifier (see text) quickly 
indu atei proper scale ta he used for meas~ 
uring frequency of response. 



mixei that would generate a minimum 
amount ol mtermodulation. 1 he new 
mixer responds to signals up to u <llnn 
without signal compression, achieving 
;i wide dynamic range. Particular at- 
tention also was paid to achieving ii.u 
frequency response in the mixei ovel 
the broad sweep widths, 

A newly-designed 0-to-60 db .nun 
uaior precedes the mixer to reduce 
strong signals below the point where 
the) would overdrive the mixer and 
create spurious responses, Although 
waveguide-bevond-* ut-ofl attenuators 
have been nsetl previously, this atten- 
uator is significant because ol its low 
insertion loss, which is u dh at the low 
frequency end, and no more than 2 db 



u ]u Gc No table patching is re- 
quited to reduce the attenuation to 
zero when examining weak signals. 

CALIBRATED CONTROLS 

A major design effort was applied 
toward achieving calibrated controls 
for the new analyzer* Calibrated con- 
trols make it possible to read signal 
frequency and relative amplitude from 
the cathode ray tube graticule, and 
sure measurement repeatability. 
I he tuning dial [jointer inch 
the frequency of a signal appearing ai 
the center of the CRT The Spectrum 
Width control, calibrated in kc or Mc 
n timet er of CRT horizontal de~ 
Election, selects the range ol the ire- 
queric) sweep winch is centered at the 
frequency selected by the Tunc ton- 
trol. 

1 he CRT graticule is calibrated 
vertically with three scales that cor- 
respond to the IF amplifier charai tei 
selected by the Vertical Display 
switch. The amplifier response can be 
linear, or proportional to the square 
<it input signal voltage and thus im 
dicative of power, or logarithmic The 
7 mi CRT graticule Log Scale is cali- 
brated in db a i in db per cm so that 
with the swiu b in the I og position, it 
is possible to view simultaneous!) ^ 
rials thai have more than a 60 db 
(1,000,000 to I) range. 

The input RF attenuator, the IF 
attenuator, the IF Bandwidth, and 
the Sweep Time switches also are cali- 
brated. 

RESOLUTION 

The resolution ol an analyzer, Le., 
iis ability to separate close!) 
signals on the frequency scale, is an 
important characteristH that is deter- 
mined by the IF amplifier passband. 
Two adjacent signals merge into one 
response it the passband is 
enough to pass both signals ar the 
same time, but will be plotted as two 
separate signals if the passband is nai 
row compared to the signal separation, 

Although -j narrow passband : 
sirablefoi high resolution, it also slows 
the rise time ol the 1 1 4 amplifier, II 
the passband is too narrow, the ana* 
ly/er ma) sweep ac ios% a signal coo last 
for the IF voltage to build up to i 
stead) slate level. 
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Fig. 5. Block diagram nj Spectrum Analyzer RF Section, Onfy rate input connectoi (m\ u tfj //</>«/ for g-#0 Gc signal* sends 
two inputs are needed to cover entire 0,01 to 40 Gc frequency BWO signal to external waveguide niixer and receive* 2*-Gc 
range. Newly -developed RF attenuator does not require sepa» IF signal cure* same connecting ruble. 



The narrowest practical bandwidth 
therefore depends on the rate ai which 
the instrument changes frequency, 
which is a function oi both sweep 
speed and sweep width. For this rea- 
son, the bandwidth of the -hp- ana- 
lyzer is iH3f| fixed but tan 1>e switched 
to be I, 5, io, I nu, or 1000 ke Ordi 
narily, a trial ami error procedure is 
used to find the optimum bandwidth 
but this can be done automatically b) 
a new operating feature on the — hp- 
analyzer. An Auto Select position on 
the IJ\ Bandwidth switch programs 
the instrument to idea the optimum 
bandwidth for each combination ol 
spectrum width ami sweep rate. 

Exam i nation of the spec tra of short 
pulses, on i he other hand, requires a 
broad passband. Ii the pulse width is 
shortei than the risetime oi the IF 
amplifiers, the pulse will be attenu- 
ated because of the slo* risetime I h< 
— hp- analyze? provides a 1 M< band- 
width with East risetime to reduce the 
attenuation of short pulse*. Although 
the broad bandwidth ma} allow indi- 



vidual frequency components to over 
lap on the display, (the spectrum 
envelope is preserved and thi^ is oi 
prime interest here. 

SWEEPTUNED PHASE LOCK 

Short term stability ol the elet tri- 
call) tuned BWO i> I part in 10 , 
which means short term instabilities oi 
typically 10 to 30 kc, undetectabh on 
wide frequent \ sweeps. This instabil- 
ity becomes signifai ant on t m nam *m 
sweeps, however. 

To provide the stability necessar) 
foi rial row sweeps (< f M. cm), i 
tunable phaselock system locks the 
backward wave osctllatoi to a har- 
monic ol a stable 10 M< reference ost tl 
lator. The reference oscillator sweeps 
in synchronism with t he H\\ « ) and the 
phase lock system impresses the sta 
biliu of the M> M< osc ilia tot on the 
BWO Short term stability of the 
BWO is hetier than I ki p?p 
Locked, 

A further refinement allows the ana- 
Kvei to be tuned while the BWO is 



phase-locked. The Mi Me oscitlatoi it 
self i a mint he tuned over a \<idc range, 
Inn as ihc instrument is tuned, the 
reference oscillatoi tunes through its 
range over and pvei again while the 
phase detector automatically passes 
from harmonic to harmom< ol the 
oscillator to retain phase |o< k. The 
BWO i litis can be tuned through us 
emiie range while phase-locked, 

SIGNAL IDENTIFIER 

Wideband spectrum analyzers that 
use a swept first Local oscillator witLi- 
out front-end pre-selection respond t«> 
signals that are anywhere within the 
bandwidth uf the front end (e.g., 10 
\\i to above in Gc) All signal fre- 
quencies within this range that tie- 
velop suitable mixing products with 
an) local oscillator hannoni* will ap- 
pear on the display. Identification <>f 
these responses Lias L>een one of the 
majoi problems with previous wide- 
band analyzers. 

Io quick!} identity the frequency »i 
any displayed response, the -hp- Spe* 
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Fig. 6, Blwh diagram uj Spectrum Analyzer Display Section. 



num Analy/ei h.i% .i signal identifier. 
The identiliei works by shilling the 
frequency oi the second and third local 
oscillators. When the shift is made, a 
particular input signal must beat with 
a slightly different first LocaJ oscillatoi 
frequent y in ordei to pass through the 
narrow-band 20 Mc third IF- This 
means, then, that a signal develops the 
proper If Irecjucncy .a a different 
point in the frequency sweep and as 
i result, the signal appears at a differ- 
ent point along the CRT horizontal 
stale. The amount ol horizontal dis- 
placement depends not only on the 
frequent y shilt in the second and third 
LO but also <>n the harmonic number 
ol the BWO harmonn that is b 
with the signal. 

I he Signal identifie) U * multi- 
[i. isttion si% itt h that steps the 1 1 e- 
quency shilt in the 2nd and $u\ LO 
signals to progressively greater degrees 
until 1 1 u* response imdei examination 
moves r\.uiK L 1 in) along the hori- 
zontal stale of the CRT The switch 
is [abeled to show which harmonic 
number then is producing the re- 
sponse and thus whith frequency scale 
should be used (or apply the formula 
\\ = utVu *±:2 tU >. Furthermore, 
whether the response shifts io the right 
or to the left on the horizontal Male 
depends on whether the signal lies 
above or below the particular har- 



monfr . I he direc tion ol shilt indicates 
which our ol each pair of frequency 
stales is to be used. 

OTHER FEATURES 

A block diagram of the — hp— H551 A 
Spectrum Analyzer RF Section is 
shown in Fig. 5. Onlv two input con- 
net tors are required to cover the wide 
range ol input frequencies from in to 
10,000 Ml. One input is coaxial and 
responds to all frequencies from lu \l< 
to 10 Gc. Since higher frequencies are 



most often encountered in waveguides, 
external waveguide mixers are avail 
able lot frequencies horn 8 to M) Gc, 
The external mixers, connected to the 
other analyzer input through a single 
t oaxial t able that i arries both the local 
oscillator (LO) and IF signals, can be 
attached to the RF system at any con 
vc-uietit point. Fxtettial mixers make 
tt unnecessary to plumb waveguide di- 
rectly into the analyza 

The sawtooth voltage that sweeps 
the CR I is applied to the BWO helix 
pi > wet supply ui frequency sweep the 
BWO. The amplitude of the sawtooth 

i> i on U oiled b\ the V/>/ hum Width 

control, whith selects the width <>i the 
frequency sweep, and also by the Fre~ 
quency (range) switch so that the Ire 
quency sweep of the indicated BWO 
harmonic is that shown by the Spe* 
tram Width control, Because oi the 
frequency vs, voltage < harai leiistits ol 
i lie backward wave oscillator, the saw 
tooth is reshaped to have a logarithms 
rather than a linear rise. The renter 
Irequeiti \ ol the baikwaid wave os- 
cillator is selected by (hanging the dc 
level ol the helix voltage A vernier 
Spectrum Width control enables con- 
tinuous reduction in spectrum width 
all the way down to zero. At /eto spec- 
trum width, ol course, the instrument 
functions ;is a hxed-tuned receiver. 







EMC/RFI 



Electromagnetic compatibility (radio 
frequency interference) measurements 
are readily made with -hp- Spectrum 
Analyzer connected to one of standard 
EMC/RFI antennas. Photos here show 
radiations from automobile ignition sys- 
tem with hood up (top photo) and slight 
improvement obtained with hood down 
(bottom photo). Photos demonstrate 
how shielding effort can be evaluated 
on the spot with a spectrum analyzer. 
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The front-end mixer shown ;n the 
top of the blew k diagram oi Fig. 5 is 
for use with input signals that are 
dose to 2 Gc rri frequency. This mixer 
feeds the 200 Me second IF directly, 
bypassing the 2 Gc H\ so thai there 
can be no feed thro ugh oJ 2 G* signals* 
This arrangement is selected when the 
instrument controls are set for the J.H- 
4.2 Mc range. Image separation here, 



however, is -KM) Mc but sensitivity is 
about 10 db higher than with the 
wideband mixer. 

Alter conversion to a 2U Mi inter- 
mediate frequency tfie signal travels m 
the — hp— Model 85IA Spectrum Ana 
lyzer Display Section, shown in the 
block diagram id Fi^. u. In the all 
solid-state Display Section, die ^<> Mi 
signal passes through the precision U 



attenuator, through the liber set lions, 
and through the curreni controlled at- 
tenuator that <ihapr> the amplifiei gain 
vs amplitude charai ten sites. 

The detected IF signal is supplied 
through a vide" amplifiei to die ver- 
tiial deflection plates and to a lea? 

patiel connectoi foi recording of CW 
signals, or for use as an AM*detected 
or slope-demodulated VM output 



-hp- 



MOOEL 8551A/B51A SPECTRUM 
ANALYZER 

MODEL S551A RF SECTION 

FREQUENCY CHARACTERISTICS 

FREQUENCY RANGE: 

COAXIAL INPUT; 10 Mc to 10 Gc 
WAVEGUIDE INPUT: 8.2 to 40 Gc (acces 
sory mixers and taper sections required), 

SPECTRUM WIDTH: 10 calibrated spectrum 
widths from 100 kc to 2 Gc in a 1. 3, 10 
sequence to 1 Gc. Vernier aJlows continuous 
adjustment between calibrated ranges and 
can be used to reduce Width to zero, 

SWEPTFREQUENCY LINEARITY*: 

.15% when LO is stabilized and swept 
10 Mc or less: 

t i0 , - , . 1 'typically !.5%) when LO is swept 
more than 10 Mc, 

IMAGE SEPARATION: 4 Gc 

PHASE LOCKING: InlernaJ phase tack provided 
for stabilizing LO LO sweep tracks sweep 
of voltage tuned IG-Mc reference oscillator 

PHASE LOCK RANGE: Unit can be phase 
locked for spectrum widths op to N ;■: 10 Mc. 
where N is harmonic of LO 

PHASE LOCK TUNING: Reference oscillator 
automatically tracks with TUNE control 
over ?-Gc LO range, 

TUNING: Selectable contrnuous coarse, fine, 
and stabilized (phase locked)' tuning deter 
mines center frequency about which LO is 
swept Tuning is by s»ngfe front-panel TUNE 

controf 

FINE TUNING. Frequency change of LO funda 
mental is 10 Mc ■ ? Mc per revolution of 
TUNE control up to ±20 Mc maximum ac 
cumulative error across band. Setability of 
signal on CRT with TUNE control: ^50 kc 
(fundamental mixtng). 

STABILIZED TUNING: Frequency change of 
LO fundamental is 1 Mc — 1 Mc per revo- 
lution of TUNE control; maximum accumu- 
lative error across the band: > 2 Mc Sela- 
brlity of stgna! on CRT with TUNE control- 
■^5 kc (fundamental mixing). 

TUNING ACCURACY: 

or harmonic 



E»l LO fundamental 



SENSITIVITY (10 kc fF bandwidth) 
10 Mc to 2 Gc. 95 dbm 



1 .8 to 4 2 Gc. 
2 to 4 Gc, 
4 to 6 Gc. 
6 to 10 Gc. 
8. 2 to 18 Gc. 
IS to 26 Gc. 
26 to 40 Gc, 



100 dbm 
85 dbm 
-95 dbm 
-80 dbm 
80 ibm 
—75 dbm 
-65 dbm 



With source stability better than 1 kc, greater 
sensFtjyrty can be achieved by use of nar- 
rower IF bandwtdtb 

SIGNAL IDENTIFIER: 14 position switch shrfts 
drsplay m proportion to harmonic of LO 
used m mixing: direction of shift depends 
on whether signal frequency is higher or 
lower than LO harmonic 



■Corrfilahotj tjfitween BWO frequency and s«reeo position 
on Model 85U CRT as a percentage of selected spec- 
trum *idi+i 



SPECIFICATIONS 



COAXIAL-INPUT ATTENUATOR: 

RANGE: to 60 db m 10-db steps. 

JNSERTIOM LOSS: at 10 Mc; less than 
2 db at 10 Gc. 

MAXIMUM INPUT POWER (tor 1-db compres- 
sion): 

COAXIAL INPUT 

fNPUT ATTENUATOR MAX INPUT TYPICAL MAX INPUT 

SETTING 2 Sc IF 200 Mc IF 

Odb Odbm 5 dbm 

10 db f 10 dbm 5 dbm 

20 db I 20 dbm -f 15 dbm 

30 db f 30 dbm -4 25 dbm 

40 thru 60 db } 30 dbm r 30 dbm 
WAVEGUIDE INPUT; 

11521A EXTERNAL MIXER [B2U.A Gc): 

typically —10 dbm 

11S17A EXTERNAL MIXER M? 4-40 Gc): 
typically —15 dbm 

FREQUENCY RESPONSE: 

COAXIAL INPUT hi db over any 200~Mc 
range using fundamental mixing. - 2 db 
over any 200— Mc range usmg 2nd-har- 
monic mixing, t b db over any ?-Gc 
range itypically 3 db) excepl when 
signal or LO Is within 60 Mc of 2 Gc; in 
dudes mister and RF attenuator response 
with attenuator settmg >10 db 

IF OUTPUT FREQUENCY: 20 Mc 

RESIDUAL LO FM: 1 Kc peak to peak or less 
when phase loched. otherwise, approxi- 
mately 30 kc peak to peak. 

RESIDUAL RESPONSES (no input signal): Less 
than 90 dbm i- 85 dbm when LO is within 
60 Mc of 2 or 4 Get referred to s<gnal input 
on fundamental miiung. 

LO NOISE SIDEBANDS: Greater than 60 db 
beiow CW signal fevel 50 kc or more away 
from signal 

LO OUTPUT: Approximately 1 mw available 
Output connector,, female type N on rear 

panet. 

ACCESSORIES AVAILABLE 

1151 7A P K R Band Waveguide Mixer, 

1160.00, 
1151BA P Sand Taper Section, 165.00 
U5I9A K Band Taper Section, 165.00 
11520A R Band Taper Section, J65 00 
11521A X Band Waveguide Mixer, 575 00 
PRICE: ^hp- MODEL S55LA. 57,100.00 



MODEL 35 



-hp- 
I A DISPLAY SECTION 



DISPLAY CHARACTERISTICS 

VERTICAL DISPLAY: 

AMPLITUDE CHARACTERISTICS Linear, 
square {power), or logarithmic 

DYNAMIC RANGE; Linear, 70:1 square. 

701: log. 60 db, 
ACCURACY Linear, 3% of full scale; 

square, -5% of full scate": Tog. i_2 db*. 

SWEEP RATE: Six calibrated rates from 3 
msec /cm to 1 sec 'cm m 1.3, 10 sequence 
Vernier provides continuous adjustment be 
tween calibrated rates and extends slowest 
rate to at least 3 sec/cm, 



"E'cept pulse speeirums on i-Mc \l frariNjrwint& 



SWEEP RATE ACCURACY; 






SWEEP SYNCHRONIZATION: 

INTERNAL: Sweep runs free 

LINE: Sweep synchronized with power line 
frequency 

EXTERNAL: Sweep synchronized with ex- 
ternally applied signal ■+ 3 to -15 volts 
peak 

SINGLE SWEEP: Sweep actuated by fronl 
panel pushbutton. 

IF BANDWIDTH: 

MANUAL: Bandwidths of 1. 3. 10, 100 kc, 
and 1 Mc can be selected. 

AUTO SELECT: One of above bandwidths 
automatically selected for best resolution 
of a CW signal with each combination of 
spectrum width and sweep rate. 

BANDWtOTH ACCURACY Individual band 
widths are calibrated withm 
bandwidth repeatability and stability typ- 
ically better than ± V .... 

IF INPUT: 

CENTER FREQUENCY; 20 Mc 

INPUT IMPEDANCE; 50 ohms, nommaJ 

INPUT REQUIRED FOR 6~cm VERTlCAl 

DISPLAY 

1-Mc bandwidth, 56 \ 3 dbm. 

100-kc bandwidth. -65 j 5 dbm. 

10-kc bandwidth, -86 -6 dbm, 

i-kc bandwidth, -66 ±6 dbm. 

l-kc bandwidth, —77 - 6 dbm. 

MAXIMUM CW INPUT SIGNAL: 14 dbm 

If GAIN SET; Two-section attenuator provides 
to SO db attenuation in 1-db steps. One 
section provides to 70 db attenuation in 
10-db steps; the other, to 10 db in 1-db 
steps- Vernier provides contrnuous adjust 
ment between 1— db steps 

IF GAIN SET ACCURACY: 70^db section, ^0.5 
db; 10-db section. -0.1 db. 

GENERAL 
OUTPUT SIGNALS: Vertical and horizontal sig- 
nais applied to CRT available Tor external 
monitoring, 
VERTICAL; to —4 voltsj output impedance 

4 7001J 
HORIZONTAL; 10 v p p i 0.3 v; sweep ap 
proximately symmetrical about zero Out- 
put impedance 47Q0M 

CATHODE-RAY TUBE: 7.5 kv post accelerator 

tube with V2 medium persistence phosphor 
[others optionalj and internal graticule 
Light blue filter supplied- 

INTERNAL GRATICULE: Parallax free 7x10 
cm, marked m cm squares with 2-mm 
subdivisions on major vertical and horizon- 
tal axes 

RFI: Conducted and radiated leakage limits 
are below those specified in MIL 1-16910. 

PRICE: -hp- MODEL 851A. $2,400 00 

OPTIONS: 

0/ P7 phosphor m heu of P2 (amber filter 

supplied), no additional charge. 

31 P31 phosphor in lieu of P2 (green filter 

supplied), no additional charge 



Prices f.o.b. factory. 
Data subject to change without notice 
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Fig. 7 T Frequency response of -hp- Spec- 
trum Analyzer throughout 1000 Mc range 
is shown in this time exposure photo- 
graph, Exposure was made, while leveled 
signal generator was tuned from S50 Mv 
to IS50 Me. Analyzer display was in 
'Log 1 * mode, showing that frequency re- 
sponse variations are weft it it h in ±2 dh. 



when the analyze) U iii the fixed fre- 
quency (zero sweep width) mode. I be 
l< II signal, sampled ahead of the 
detector, also h available ai a rear 
panel tun net lor. 

Horizontal deflection is controlled 
\i\ ,i lineal sawtooth voltage from the 
sweep generator, The sweep rate tan 
be la si enough for llickerlcss viewing 
on Lhe CRT or slow enough for \ Y 



recording {the sweep voltage is avail 
able a i a rear panel cotmectoi toi ex- 
ternal use). A single sweep capability 
is pnAi.U'l for CRT photography. 

Other design features include a 
baseline clipper which blanks the cath- 
ode ray tube at the zero voltage level 
to prevent an overly bright baseline. 
The cathode ray tube has an internal 
graticule* similar to the well known 
internal graticule of the -hp- oscillo- 
scope^ whiih eliminates parallax as a 
reading error. 

The instrument is particularly well- 
shielded against radio frequency in 
terfcrence, both from the effea that 
external RFl sources rnav have on in 
strument performance and on the 
amount oi leakage from the instru- 
ment ilsrJI. 

SUMMARY 

1 he -hp— Spectrum Analyzer is find- 
ing new applications in situations iv 
quiring the display oi several difl 
frequencies simultaneously, and is 
thus becoming a useful laboratory n>ol 
for tuning up and studying the per- 



BROAD SPECTRUM DISPLAYS 



Pump 



Signal Input 



Idler 
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Upper SB 



— 
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IDLER -—" 
LO-2.37GC (3rd H) 

SIGNAL INPUT -" 
LEW 5GC (1st H) 



Drawing indicates how Spectrum Ana- 
lyzer can serve in laboratory to display 
several signals widely separated in fre- 
quency at same time. Upper scale 
shows relative positions of parametric 
amplifier signals \n frequency spectrum, 



— —UPPER SB 
L0-2.7GC (3rd H> 

" "~~ — PUHP 
LQ-2.53GC (3rd H) 



Spectrum Analyzer displays all signals 
at once by responding to input signal on 
fundamental range, and showing higher 
frequency signals as responses to local 
oscilfator harmonics. 




Fig. 8. External mixer connects Spectrum 
Analyzer to waveguide systems. Two mix- 
ers are available, one for X band and 
one (or P, Q and H hands. Taper sections 
match various waveguide sizes to ridged 
waveguide of mixer. 

formanoe of solid-state, microwave de^ 
vices, lhe clean performance of the 
new analyze] also makes it useful for 
frequency surveillance and radio Ere 
quency spectrum control by enabling 
a wide range oi Ri signals at a pai 
titular location to be displayed simul- 
taneously. 

The broad frequency range ami 
calibrated performance <>i the -hp- 
8551A til A Microwave Spectrum 
Analyzer promise to make frequency 
domain analysis become a general- 
purpose laboratory tool, much as time 
domain analysis has been enabled by 
modern calibrated oscilloscopes. A* re- 
cent competitive activity shows, ihe 
new analyzer already is setting a new 
performance standard for the industry. 
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SPECTRUM SURVEILLANCE 




A 
I 



This series of photos is indicative of 
Spectrum Analyzer usefulness in spec- 
trum surveillance. Photo A displays RF 
spectrum from 50 Mc to 150 Mc at Palo 
Alto, California, as detected by -hp- 
Spectrum Analyzer connected to simple 
drpole antenna. FM stations are in 
center of display and pairs of responses 
at left represent TV stations. Photo B 
shows expanded view of one TV station 
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others. He is presently section manager 
in charge of Spectrum Analyzer develop- 
ment. 



with Analyzer set to sweep through 10 
Mc range centered at 78 Mc. Calibrated 
sweep of 1 Mc/cm shows 4.5 Mc sepa 
ration between video and sound carriers. 
Spectrum analyzers also provide infor 
matton on sideband structure besides 
showing frequencies and relative power 
levels of all radiations within selected 
frequency ranges. Photos C and D show 
sound channel at two instants in time, 



illustrating characteristic behavior of 
FM signal when viewed in frequency 
domain; spectrum width here is 100 kc. 
Photo E shows amplitude modulation of 
video carrier when SPECTRUM WIDTH 
VERNIER is turned to zero while Ana 
lyzer is tuned to viedo carrier; Spectrum 
Analyzer functions here as fixed-tuned 
receiver. 
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